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5.8 Battery Maintenance
Replace batteries as required. Batteries should be replaced after 200 full discharge cycles, at 
no more than four (4) year intervals, or if run time is less than 60 minutes per battery at 120 
BPM.

5.8.1 Battery Run Time Check
Install one fully charged battery. Turn the system on in normal operation. Note the current time. 
Set up as follows:

1. Connect an IAB and catheter extender to the Pneumatic Module.
2. Select Semi Auto operation.
3. Select Trigger to Internal, and adjust rate to 120 BPM.
4. Press Start.

The battery should power the device for 60 minutes minimum per battery. If run time is less, try 
recharging the battery. If still less than 60 minutes, replace the battery.

5.8.2 

Description

Type 14.8 VDC (nominal), sealed, Lithium Ion, maintenance free
Run Time  

Recharge Time 5 hours per pack to 90% or greater capacity

NOTE!

A reduction in run time can occur over a battery’s life for reasons such as age, storage 
temperature and discharge depth.


